
FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG
Instrument Manufacturer: YSI
Instrument Model: 6120 Turbidity Sensor Sonde
Identification Number: 2242

Date/
Time

Person Performing 
Calibration

Batt.
Check

Calibration Standard
Calibration
Frequency

Calibration
Method

Calibration
Frequency

Calibration
Method

Comments
Source Type Concentration

09/21/09 B. Lawrence OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point --

10/01/09
1355

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point -- --

10/01/09
1400

M. Kohagen OK
Cond

Solution
1 pt 1.413 ms/cm Weekly 1 point -- --
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Time
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Calibration
Frequency

Calibration
Method

Calibration
Frequency

Calibration
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10/01/09
1355

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point -- --

10/01/09
1400

M. Kohagen OK
Cond

Solution
1 pt 1.413 ms/cm Weekly 1 point

10/09/09
1545

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point

10/23/09
0800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point



FIELD EQUIPMENT CALIBRATION AND MAINTENANCE LOG
Instrument Manufacturer: YSI
Instrument Model: 6120 Turbidity Sensor Sonde
Identification Number: 2242

Date/
Time

Person Performing
Calibration

Batt.
Check

Calibration Standard
Calibration
Frequency

Calibration
Method

Calibration
Frequency

Calibration
Method

Comments
Source Type Concentration

10/01/09
1355

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point -- --

10/01/09
1400

M. Kohagen OK
Cond
Solution

1 pt 1.413 ms/cm Weekly 1 point

10/09/09
1545

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point

10/23/09
0800

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point

10/28/09
0900

M. Kohagen OK
Turb

Solution
2 pt 0 NTU / 126 NTU Weekly 2 point

10/28/09
0910

M. Kohagen OK
Cond
Solution

1 pt 1.413 ms/cm Weekly 1 point
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